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Percent Report Settings 

Sort By: Signal 

Ciutput Destination 
Screen: No 
Printer: Yes 
File: No 

Integration Events: Autolntegrate 

Generate Report During Run Method: No 

Signal Correlation Window: 0.020 

Qualitative Report Settings 

Peak Location of Unknown: Apex 

Library to Search Minimum Quality 
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n. Integration Events: Autolntegrate 
''"'' Report Type : Summary 
I ll Output Destination 


Screen: No 
Printer: Yes 

Hi File : No 
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Generate Report During Run Method: No 


Quantitative Report Settings 
Report Type: Summary 

Hi 

Ll Output Destination 
■ ■' Screen: Yes 
! 1 Printer: No 
; ij Pile: No 

. , Generate Report During Run Method: No 
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